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Background: Impedance plethysmography applied to the head by using a pair of
electrodes attached to the scalp surface is known as bipolar Rheoencephalography
or REG I and was originally proposed to measure changes in cerebral blood volume
related to the heartbeat. REG I was soon discarded in favor of other REG
configurations, since most of the signal was shown to be heavily contaminated by
the extracranial blood flow. The main goal of this study was to identify and compare
the part of the REG I signal caused by scalp blood flow with that originating from
non-extracranial sources.
Methods: A clinical study involving thirty-six healthy volunteers was designed for
this purpose. REG I was first registered in each subject under normal conditions.
A pneumatic cuff was then placed around the head and was inflated to arrest the
scalp blood flow and a second REG I was recorded. Finally, a third REG I was taken
immediately after cuff deflation.
Results: The REG I signal is attenuated, but not extinguished, during cuff inflation in
a wide subject-dependent range ratio from 0.12 to 0.68 (0.37 ± 0.15). The residual
REG I signal has a waveform that is markedly different from that obtained before cuff
inflation, which supports the hypothesis of the intracranial origin of the residual REG
I signal. Additionally, an increase of 22% in REG I amplitude was observed when the
head cuff was deflated.
Conclusions: Waveform differences between extra and non-extracranial components
are significant and these differences could be used in a method to distinguish
one from the other. However, a significant part of the REG I signal is caused by
a non-extracranial source and, therefore, it should not be used as a footprint of
the extracranial blood flow.
Keywords: Rheoencephalography, Impedance plethysmography, Scalp blood
flow, Cerebral blood flow, Electrical bioimpedanceBackground
Maintaining an adequate cerebral blood flow (CBF) is one of the most challenging goals in
severe head trauma [1]. Following brain swelling, intracranial pressure rises and blood in-
flow into the cranial structure is often restricted. The cerebral autoregulation mechanisms© 2014 Perez; licensee BioMed Central Ltd. This is an Open Access article distributed under the terms of the Creative Commons
Attribution License (http://creativecommons.org/licenses/by/4.0), which permits unrestricted use, distribution, and reproduction in
any medium, provided the original work is properly credited. The Creative Commons Public Domain Dedication waiver (http://
creativecommons.org/publicdomain/zero/1.0/) applies to the data made available in this article, unless otherwise stated.
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lar resistance. However, these compensatory mechanisms are limited or even damaged in
severe cases. In the hours following a head injury, real time CFB monitoring is of para-
mount importance for both choosing the adequate therapy and monitoring its effect on
the patient. Similar ischemic processes can occur in other pathologies such as tumors, he-
matomas or hydrocephaly. A continuous evaluation of the patient’s CBF at bedside would
be of great interest in clinical practice [2]. Although tomographic techniques are decisive
for precise diagnosis and treatment, they offer a limited velocity for treatment adjustment
feedback.
Applying impedance plethysmography to the head was first proposed by Polzer and
Schuhfried [3] to fulfill these requirements and was specifically known as rheoencepha-
lography (REG). Since then, bipolar and tetrapolar electrode arrangements have been
used to measure the pulsatile changes of the transcranial impedance time-locked to the
heartbeat, and are referred to in the literature as REG I and REG II, respectively [4]. Al-
though these were the most commonly used configurations, other electrode arrange-
ments were also proposed [5,6]. The impedance pulse was assumed to be caused by the
pulsatile nature of the mixture ratio of blood and brain tissue, which have different
electrical conductivities [6]. According to this, REG would reflect the changes in cere-
bral blood volume (CBV) associated with the cardiac cycle.
From the beginning, REG has been a controversial technique: the REG signal is
known to be contaminated although to an unknown extent by the extracranial circula-
tion. This signal is recorded by injecting a low current between a pair of electrodes at-
tached to the scalp surface, the impedance value being the potential measured between
electrodes per unit of current injected. However, the skull has an electrical conductivity
lower than that of the scalp and brain tissues. This causes the injected current to have
a low resistive pathway through the scalp tissue, so that part of the injected current
flows through the scalp instead of crossing through the skull to reach the brain (shield-
ing effect). This extracranial contamination is inherent in the REG signal and may be
responsible for the lack of agreement among the results of different research groups.
For instance, although some earlier clinical studies suggested that REG I could provide
information on changes in cerebral circulation related to aging or diffuse cerebrovascu-
lar diseases [7], some others were unable to distinguish patients with proven cerebro-
vascular diseases from healthy subjects by means of their REG I traces [8]. In fact,
Laitinen [9] found considerable waveform differences when comparing the REG I re-
corded by electrodes attached to the scalp surface with brain bipolar impedance re-
corded intraparenchymally, which supports the extracranial origin of the REG I signal.
Moreover, in a preliminary study, Weindling et al. [10] recorded REG I by 2 cm diam-
eter electrodes and found that intra and extracranial tissues could contribute to REG I,
whereas some years later, Hatsell [11] showed that in a theoretical framework, the am-
plitudes of the REG I described in the literature could not be explained by changes in
the brain’s electrical conductivity, as had been supposed.
This controversy led REG II configurations to be preferred to REG I, even though
Basano et al. [12] did not find any differences between the REG II signals registered
from healthy subjects and those from patients with brain death diagnosis.
Research on REG declined after the initially high number of studies and at present it is
practically ignored in both Europe and the USA, although REG is widely used in some
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reasons are the persistent extracranial contamination of the REG signal, the lack of know-
ledge on the mechanism that causes the impedance changes and, consequently, its clinical
significance [13]. Despite these difficulties, the REG technique still shows an attractive po-
tential capability, since it could provide useful information on CBF by means of a continu-
ous, non-invasive, portable, relatively low-cost system at bedside.
The clinical relevance of the impedance changes recorded intracranially has been shown
in several studies. For instance, Bodo et al. [14] found that bipolar impedance recorded
with electrodes implanted into the cranial cavity (iREG I) quantitatively reflected changes
in CBF during standard brain perfusion manipulation. In a later work, Bodo et al. [15]
studied iREG changes in rats during controlled hemorrhage. Their results suggested that
iREG reflects cerebrovascular responsiveness more accurately than even the local CBF
changes measured by laser Doppler flowmetry or carotid flow measured by ultrasound.
Other recent studies on bioimpedance techniques applied to the human head have
also shown some clinical value. For instance, Traczewski et al. [16] established a rela-
tionship between REG and intracranial pressure parameters, suggesting a potential clin-
ical REG value in the diagnosis and prognosis of normal pressure hydrocephalus.
Grasso et al. [17] found that bioimpedance analysis of the head is a valid method of es-
timating brain water-content. Other authors focused on the devices and mathematical
approach of tomography impedance of the head [18,19]. Besides measuring electrical
impedance, other devices have been proposed to assess the intracranial blood volume
based on the time-of-flight of short ultrasonic pulses from one side of the skull to the
other [20].
Extracranial contamination is also present in other biomedical signals in which the
brain is observed through the scalp. For instance, in a recent work in which three com-
mercial devices for monitoring cerebral oximetry using near-infrared spectroscopy
(NIRS) were tested, all of them showed some degree of contamination from the scalp
blood flow (SBF) [21]. However, other works have suggested that extracranial contam-
ination has no effect on NIRS, provided the distance between the light entry and exit
points on the scalp surface is large enough [22].
To sum up, a comprehensive review of REG literature suggests that, whatever the ar-
rangement used, REG is a complex signal which is still not well understood, although it
also undoubtedly shows a potential capacity to provide information on cerebral
hemodynamics. Since the greatest handicap to REG is extracranial contamination, this
study focused on REG I to decompose the signal into two components: one from the
SBF and the other from a non-extracranial source. For this purpose we used a method
similar to that used by Davie and Grocott [21] in identifying extracranial contamin-
ation, which consisted of preventing SBF by means of a pneumatic cuff around the
maximum head circumference and measuring REG free of extracranial contamination.
The difference between this value and that measured under standard conditions
allowed us to perform a comparative analysis between the different waveforms of the
REG I components.
Methods
The experiment described here is first part of a broader rheoencephalography study to
be undertaken in stages.
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The experimental protocol was approved by the Ethical Board of the Universitat
Politècnica de València (Valencia, Spain). Thirty-six healthy volunteers (20 male
and 16 female) aged between 24 and 49 years (33 ± 7 years) were enrolled in this study.
Prior to the experiment, the subjects were formally informed as to the purpose of the
study and declared to have no previous history of cardiac or neurological diseases. For the
tests, the subjects were comfortably seated in a sound-attenuated and air-conditioned la-
boratory. Firstly, four electrode positions on the coronal plane were located, and the skin
was rubbed with sand paper and cleaned with alcohol: C5, C6 and the equidistant points
between these standard positions and Cz (Figure 1). According to the ten percent elec-
trode system [23], these intermediate electrode positions fall just halfway between C1
and C3 for the left side of the head, and between C2 and C4 for the right, and will
be referred to here as Cc and Cc’, respectively. Four 10 mm diameter Ag/AgCl disk elec-
trodes (Astro-Med, RI, USA) were attached at these positions with electrode cream. ECG
(Lead I) was also recorded using stainless steel electrodes on both wrists for synchronizing
purposes.
A specially designed 20 mm wide head cuff was connected to a standard aneroid
sphygmomanometer, which was adjusted to the subject’s head size by locating the max-
imum circumference. First of all, in order to check the effectiveness of the pneumatic
cuff in arresting SBF, four miniature photoplethysmography (PPG) probes based on the
reflective CNY70 optical sensor (Vishay Intertechnology, PA, USA) were fixed with col-
lodion to the scalp surface: one on the left side of the head equidistant from the disk
electrodes (P1) and a second on the sagittal plane equidistant from Cz and the cuff
(P2), with the remaining two contralateral to these positions (P3 and P4) (Figure 1).
To reduce heart beat pulse artifacts due to mechanical tremors, the electrodes and
probes were attached to the scalp with their respective leads converging towards Cz
[24]. At this point, the leads were carefully bundled and guided under the subject’s hairFigure 1 Schematic view of electrodes, positions and measurement used in the experiment. C5, C6
and Cz are the standard positions in the ten percent electrode system, and P1 to P4 are the PPG probes
positions (see text for further information).
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instruments over the head cuff.Data recording and processing
A double channel rheoencephalograph was designed, tested and calibrated by members
of our department (Department of Electronic Engineering, Universitat Politècnica de
València, Spain). The injected sinusoidal current had a root-mean-square (rms) value of
2 mA and a frequency of 32 kHz. This frequency was chosen as a trade-off between re-
ducing signal noise ratio and decreasing the effects caused by capacitive and inductive
lead coupling. A synchronous demodulator was used to provide the real part (R) of the
measured impedance changes. The equipment offers three analog outputs: REG I channel;
REG II channel when a four electrode arrangement is used; and an additional ECG chan-
nel for synchronous purposes. All channels are 0.1–35 Hz bandpass filtered. Gains were
individually selectable from 0.5 to 100 V/Ω for REG I; from 5 to 1000 V/Ω for REG II;
and from 0.5 to 5 V/mV for ECG. Additionally, a four channel amplifier was also designed
for conditioning the PPG signals. All the analog outputs were sampled at 500 Hz, stored
and off-line processed with Labview (National Instruments, Austin, TX, USA).
The experiments were carried out in four sequential 2-minute stages and commenced
with the head cuff deflated around the subject’s neck. The first stage was used to con-
trol and check the experimental setup, and hence the data obtained were not used in
the analyses. During the second stage, the REG I signal between the Cc and Cc’ elec-
trodes, ECG and PPG signals were recorded. The head cuff was then placed around the
subjects’ head, inflated to 300 mmHg pressure, after which the same signals were again
recorded. Finally, in the fourth stage, the cuff was rapidly deflated and the signals were
recorded once more. The data recorded from C5 and C6 were not used in this study.
To improve the signal-to-noise ratio, the raw data for each subject at each stage were
processed to obtain the ensemble average time-locked to the R wave of the ECG, for a
time-window extended from 100 ms previous to 700 ms after the R wave. The mean
value was subtracted for each ensemble average and standard deviation (i.e. rms value)
was used as signal strength indicator. A paired two-tailed Student test was performed
to compare the rms value of the REG I traces in different cuff conditions.Results
Figure 2 shows the typical traces obtained during the experiment. Both REG I and the sum
of all PPG signals are showed on the same vertical scale before cuff inflation (Figure 2A),
during cuff inflation (Figure 2B) and after cuff deflation (Figure 2C). Cuff inflation at
300 mmHg was enough to make PPG signals disappear in most of the subjects, although
the data set from three subjects had to be discarded because cuff inflation did not manage
to cancel the PPG signals. A slight rise in REG I amplitude was observed in most subjects
when the cuff was deflated, in comparison to the first recording (Figure 2A vs. 2B).
Figure 3 shows the details of the morphology of the REG I traces. Individual ensem-
ble averages of the REG I traces obtained for each subject in this experiment are shown
in gray and normalized to unit variance. Grand averages and ± 1 SD were calculated
point by point between all ensemble averages, and are shown plotted on a black solid
line (grand average) and black dashed lines (±1 SD). Figure 3A shows the waveforms
Figure 2 Example of REG I and PPG signals. Typical plethysmographical signals recorded from a subject
(#19) before (A), during (B) and after (C) cuff inflation. Each board shows REG I and the sum of the PPG signals.
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inflation. Figure 3C is the computed difference obtained by subtracting each subject’s
respective ensemble REG I average during cuff inflation from the preceding one. This
chart represents the part of REG I in Figure 3A caused by SBF.
Table 1 provides results on the changes in the REG I magnitude. The rms value of
each REG I ensemble average (σ) was chosen instead of amplitude to better express the
magnitude of the REG I pulses, since the latter is more sensitive to trace morphology.Figure 3 Morphology of the REG I traces. Ensemble averages of REG I signal of each subject normalized
to unit variance (gray), grand average (solid line), ± 1 standard deviation (dashed line) before cuff inflation
(A) during cuff inflation (B) and subtraction of ensemble averages for each subject during cuff inflation
from the ones before cuff inflation (C).
Table 1 Analysis of the REG I magnitude
Mean SD Max Min
σBI (mΩ) 90.1 39.5 214.9 29.7
σDI (mΩ) 31.8 15.9 79.9 5.7
σDI/σBI 0.37 0.15 0.68 0.12
σ(BI-DI) (mΩ) 62.4 33.9 166.8 16.0
σ(AI-DI) (mΩ) 76.2 55.5 301.4 15.7
tR-F (ms) 130.2 14.8 158.0 104.0
Inter-individual statistics of the changes in REG I measured as rms value of each REG I ensemble average (σ). Subscripts
mean BI = before inflation; DI = during inflation; AI = after inflation. Last row (tR-F) is the time delay between the R wave of
the ECG and the time at which ensemble averaged REG I begins to fall.
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value of REG I before cuff inflation (σBI); during cuff inflation (σDI); ratio between them
(σDI/σBI); rms value of the point by point subtraction of REG I during inflation from
that before inflation (σ(BI-DI)); rms value of the point by point subtraction of REG I dur-
ing inflation from that after inflation (σ(AI-DI)); and, finally, the last row gives statistical
values of the time delay for each subject from the R wave of the ECG to the beginning
of the impedance fall (tR-F).
Comparison of the rms value of the REG I traces were performed using a paired two-
tailed Student. This analysis shows significant differences between the REG I magni-
tudes before and during cuff inflation (P < 0.0001), as well as between before and after
inflation when REG I during inflation is subtracted from both (P = 0.016).
Discussion
Rheoencephalography emerged in the middle of the last century as a promising method
of obtaining information on the CBF. Following technological developments, the research
in this field produced new medical devices of indisputable clinical value, including ultra-
sonography, near infrared spectroscopy, computed tomography and magnetic resonance
tomography, among others [25]. Once the need was covered, the controversy about the
origin of the REG signal and the doubts about its clinical significance led REG to be prac-
tically abandoned in Europe and the USA [13]. However, the idea of a practical, reliable,
portable, low-cost and non-invasive device to provide information about the CBF at bed-
side and in outpatient clinics could still be of interest in clinical practice.
In this work we focused our attention in REG I, since our main objective was to iden-
tify the extracranial component of the REG signal and to characterize the waveforms of
the additional components. Using a multi-shell theoretical model of the head, we previ-
ously found that only two percent of the REG I signal could have a non-scalp origin
[26]. However, when we arrested SBF by inflating the head cuff, a REG signal was still
present and in some subjects its rms value was as high as 68% of that before cuff infla-
tion. Our experimental results therefore suggest that the REG I signal is not totally due
to extracranial perfusion. This disagreement between theoretical and experimental re-
sults may be due to the use of a scalp-to-skull electrical conductivity ratio of 80:1 in
the theoretical model, which was the value usually employed at that time (the present
value ranges from 5:1 to 30:1 [27]). The use of such low conductivity ratios in the the-
oretical model could provide results more in line with the experimental results ob-
tained here, since a higher amount of current would flow through the skull and brain.
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falls to an average of 37% of its original value in each subject. In addition, this REG I at-
tenuation varied widely among the subjects, ranging from 12% to 68%. Since the ampli-
tude of the extracranial component of the REG I depends on the SBF, this high
variability could be caused by the high variability in the SBF. This result is in agreement
with the findings of Klemp et al. [28], who found SBF values in healthy subjects from
21.3 to 61.0 ml/100 g/min.
In this paper, we avoided taking for granted that the residual part of REG I during cuff
inflation is of intracranial origin, and therefore that it reflects the CBF. However, our re-
sults together with evidence found by other research groups do suggest this is possible.
From the physical point of view, it has been shown that pulsatile changes in the brain’s
electrical conductivity can be observed as pulses in the electrical impedance of the head,
measured by electrodes attached to the scalp surface [26,29]. These changes in brain elec-
trical conductivity are those observed and measured in rats by using bipolar REG with im-
planted electrodes [14,15]. In the early stages of the REG research, Laitinen [9] compared
the morphology of the REG I traces with the pulsatile impedance recorded from intrace-
rebral electrodes in patients with electrodes implanted to treat neurological pathologies.
He found that some particular events in the REG I wave occurred a few milliseconds prior
to equivalent events in the intracerebral impedance wave. This small delay can also be
seen in our results: the maximum of the grand average in Figure 3C (extracranial compo-
nent) is reached about 10 ms before that in Figure 3B (non-extracranial component).
Laitinen [9] also found that this delay depended on the sites where the sensing
electrodes were placed, which agrees with the findings of a previous study of ours [30].
Moreover, in the same study Laitinen [9] found great differences in the duration of the de-
scending phase on both traces: the intracerebral impedance fell for a much longer time
than the REG signal, in such a way that REG had already began to rise while the intracere-
bral impedance was still falling. This feature is also present in our results. The descending
phase of the extracranial component of the REG I (Figure 3C) occurs for a short time just
between the vertical dotted lines in this figure. In fact, the times at which the beginning
and end of this descending phase occur also match with those described in a previous
study [30]. On the other hand, the residual REG during cuff inflation (Figure 3B) does not
show any particular event during the descending phase in Figure 3C and its falling phase
extends up to 400 ms after the R wave of the ECG, as Laitinen [9] found in his intracere-
bral impedance signals.
Therefore, REG I seems to be the weighted sum, of two components in a variable
and subject-dependent ratio: one of them would be caused by the SBF and has a saw-
tooth waveform (Figure 3C), whereas the other has a catenary shape waveform and
may be caused by changes in brain blood volume (Figure 3B). This catenary shaped
curve has also been found in some other studies, such as that of Balédent et al. [31],
where they studied brain hydrodynamics by using phase-contrast magnetic resonance
imaging. This technique allows the recording of fluid velocities inside the main cerebral
vessels and compartments as well as brain movement inside the skull. By computing
the net balance of arterial, venous and cerebrospinal fluid flows, they found changes in
the intracranial fluid volume time locked to the cardiac cycle, which also show the
shape of a catenary curve (see Figure seven (F), in [31]). Similar results have also been
described in other works [32,33].
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[30]. After the heartbeat, a blood pressure wave travels through the arteries and the im-
pedance waveform falls when the blood pulse reaches the scalp tissue beneath the elec-
trodes. From then on, venous drain impedance increases at a constant rate due to the
venous drainage at constant flow. This constant increase of the impedance after the de-
scending phase is not present at all in the complete REG I in Figure 3A, since the rise
in impedance is curved by the residual component in Figure 3B. In our experience with
REG, the more constant the REG I slope, the higher the proportion of extracranial
component it has.
The specific mechanisms by which physiological events within the skull can be
observed as changes in impedance measured on the scalp are still pending elucida-
tion. The most widely accepted theory is that pulsatile changes in cerebral blood
volume cause a pulsatile change in the brain’s electrical conductivity. However,
other possible reasons should also be considered, such as changes in impedance
caused by a global and pulsatile redistribution of electrical conductor fluids inside
the skull [34,35].
Some limitations of the study should be taken into account. The weight of residual
REG during cuff inflation on that before it should only be considered for the electrode
positions used in this study. For other positions, two antagonistic effects should be
taken into account. Let’s consider, for instance, an REG I recorded from electrodes
closer to Cz than those we used in this experiment. On the one hand, an increase of
the relative extracranial contribution to REG I could be expected when the electrodes
are closer [26]. On the other hand, arterial branches that irrigate the scalp tissue come
from the neck, cross temporal, frontal and occipital areas, and only the tips of these
branches reach the head zenith. Therefore, the pulsatile impedance recorded at Cz
would be due only to the local blood flow in the tissue beneath the electrode. How-
ever, the impedance recorded at C5, for instance, would be caused both by the
local blood flow and by the blood supply to downstream tissue. Hence, a REG I re-
corded from electrodes next to Cz would have a lower extracranial contribution
than the one recorded here, since there would be fewer and smaller-diameter ves-
sels beneath the electrodes.
In this study, instead of using a complete electrode set we decided to limit the analysis
to a pair of electrode positions only, since our goal was not to define REG I topography,
but was twofold: to identify two elementary components and their weights on the REG I;
and to make a qualitative analysis of their waveforms.
The electrodes at C5 and C6, placed but not used here, were not used in our study
because these positions are too close to the head cuff and would therefore be sensitive
to electrical conductivity changes on the other side of the cuff.
Finally, the impedance changes cancelled by cuff inflation have been estimated by
point by point subtraction of each subject’s ensemble REG I average during cuff infla-
tion from that before inflation (Figure 3C). Although REG amplitude could be influ-
enced by the subject’s heart rate and blood pressure, we did not check whether these
parameters stayed relatively constant during the experiment. However, in a test of com-
mercial NIRS devices, Davie et al. [21] did not find significant changes in heart rate,
blood pressure and oxygen saturation throughout an experiment composed of seven
five-minute alternate cycles of cuff inflation-deflation.
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Our findings suggest that, although a great part of the REG I signal is caused by the
scalp blood flow, a significant amount is also due to a non-extracranial source. The ra-
tio in which both sources are mixed in the REG I signal varies greatly among subjects,
in some of whom even the non-extracranial component could predominate. Addition-
ally, our results show that both components have substantial waveform differences:
while the extracranial component has a predominantly saw-tooth appearance, the intra-
cranial component has the shape of a catenary curve. Waveform differences between
extra and non-extracranial components are significant and could be used in a method
to distinguish one from the other. However, a significant part of the REG I signal is
caused by a non-extracranial source and, therefore, it should not be used as a footprint
of the extracranial blood flow.
These conclusions allow to address the problem of REG from the point of view of
blind source separation: REG II can be considered as a mixture of an intracranial com-
ponent and an extracranial component. The simultaneous recording of two or more
REG signals could therefore be used to extract their components by drawing on wave-
form differences between both components.
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